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Evaluation of cytotoxicity and corrosion resistance of 

orthodontic mini-implants

Celha Borges Costa Alves1, Márcio Nunes Segurado2, Miriam Cristina Leandro Dorta3, 

Fátima Ribeiro Dias3, Maurício Guilherme Lenza1, Marcos Augusto Lenza4

Objective: To evaluate and compare in vitro cytotoxicity and corrosion resistance of mini-implants from three different 

commercial brands used for orthodontic anchorage.

Methods: Six mini-implants (Conexão™, Neodent™ and SIN™) were separately immersed in artificial saliva (pH  6.76) 

for 30 and 60 days. The cytotoxicity of the corrosion extracts was assessed in L929 cell cultures using the violet crystal 

and MTT assays, as well as cell morphology under light microscopy. Metal surface characteristics before and after immer-

sion in artificial saliva were assessed by means of scanning electron microscopy (SEM). The samples underwent atomic 

absorption spectrophotometry to determine the concentrations of aluminum and vanadium ions, constituent elements 

of the alloy that present potential toxicity. For statistical analysis, one-way ANOVA/Bonferroni tests were used for com-

parisons among groups with p < 0.05 considered significant. Statistical analysis was carried out with Graph Pad PRISM 

software Version 4.0. 

Results: No changes in cell viability or morphology were observed. Mini-implants SEM images revealed smooth surfac-

es with no obvious traces of corrosion. The extracts assessed by means of atomic absorption spectrophotometry presented 

concentrations of aluminum and vanadium ions below 1.0 µg/mL and 0.5 µg/mL, respectively.

Conclusion: Orthodontic mini-implants manufactured by Conexão™, Neodent™ and SIN™ present high corrosion 

resistance and are not cytotoxic.
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INTRODUCTION

Understanding each patient’s anchorage require-

ments is extremely important and ensures high-qual-

ity orthodontic treatment. If anchorage is lost, it will 

undoubtedly result in compromised results. Relying on 

patient’s compliance to obtain the desirable force sys-

tem will also increase the risk of not achieving the de-

sirable inishing results. Today, mini-implants provide 

the much-desired absolute anchorage and, more impor-

tantly, the use of these devices does not rely on patient’s 

compliance. They are used primarily as direct or indi-

rect anchorage — a biomechanical setup in which force 

is directly or indirectly applied from the mini-implant 

to a tooth or a group of teeth that needs to be orthodon-

tically moved. Therefore, in the last few years, mini-

implants have been extensively used for anchorage, thus 

simplifying orthodontic mechanics and minimizing side 

efects during orthodontic treatment.1-5 

The ongoing and continuous use of metal material 

in Orthodontics has led to a large number of labora-

tory and clinical studies on the detrimental efects of 

corrosion products to one’s general health. The oral 

cavity is not only extremely aggressive, but also a po-

tential corrosive environment. Corrosion resistance of 

orthodontic alloys depends on the oral environment 

which is inluenced by several variables, such as the 

amount and quality of saliva, pH of food and beverages, 

among others.6 The release of metal ions from orth-

odontic devices is a genuine concern. 

Although all types of metallic material are subject to 

corrosion, titanium is widely used in orthopedic com-

ponents because of its attractive characteristics, such as 

high corrosion resistance and excellent biocompatibil-

ity. Additionally, it presents excellent mechanical prop-

erties and provides resistance to stress and strain. It is, 

therefore, considered an ideal material.7-11 However, 

pure titanium has less fatigue strength than titanium 

alloys. Orthodontic mini-implants should withstand 

high orthodontic loads for tooth movement. In order 

to overcome potential fractures of commercially pure 

titanium during mini-implant placement and removal, 

aluminum and vanadium have been added to the alloy 

for greater strength and fatigue resistance.12,13 

Titanium alloy (Ti
6
Al

4
V) is now most often used 

in Dentistry to overcome this disadvantage. Howev-

er, this alloy may undergo corrosion in the oral en-

vironment due to its low corrosion resistance. Tita-

nium, aluminum and vanadium ions can be released 

to local and remote tissues and have been associated 

with side effects in the human body, particularly 

aluminum and vanadium.14-18

Although in vitro studies do not reproduce the complex 

oral environment, standard assays are useful to evaluate 

the cytotoxicity and biocompatibility of temporary an-

chorage devices, such as mini-implants. ISO 10271:2011 

provides test methods to determine the corrosion behav-

ior of metallic material used in the oral cavity.19

The aim of this in vitro study was to compare the 

cytotoxicity and corrosion resistance of mini-implants 

from three diferent commercial brands used for orth-

odontic anchorage.

MATERIAL AND METHODS

Samples 

This study investigated metal mini-implants used 

for orthodontic anchorage fabricated by three com-

mercial manufacturers: ConexãoTM, São Paulo, Brazil; 

NeodentTM, Curitiba, Brazil and SINTM, São Paulo, 

Brazil — respectively with mini-implants head diam-

eter and total length of 1.5 x 12 mm, 1.6 x 11 mm and 

1.6 x 12 mm (Table 1). Although the exact mini-im-

plant chemical composition was not provided by the 

manufacturers, they followed the standard speciica-

tion for Titanium-6Aluminum-4Vanadium ELI (extra 

low interstitial) alloy for surgical implant applications 

(ASTM F136-08e1 – UNSR 56401).

Mini-implants Diameter Length Lot number Manufacturer

Conexão™ 1.5 mm 12 mm 4050804208 Conexão Sistemas de Prótese, Arujá/SP, Brazil

Neodent™ 1.6 mm 11 mm 20768
JJ GC Indústria e Comércio de Materiais Dentários S.A.

Neodent, Curitiba/PR, Brazil

SIN™ 1.6 mm 12 mm C7145 SIN - Sistema de Implante Nacional S.A., São Paulo/SP, Brazil

Table 1 - Commercial mini-implants evaluated in this study. 
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Six samples of each orthodontic mini-implant man-

ufacturer were individually weighed with the aid of an 

analytical balance (model 410 - Kern & Sohn GmbH, 

Balingen, Germany) and autoclaved at 120 oC for 

30 minutes. Subsequently, each sample was transferred 

to individual sterile BD VacutainerTM glass tubes (Bec-

ton Dickinson Indústrias Cirúrgicas Ltda, Juiz de Fora, 

MG, Brazil) and immersed in artiicial saliva for 30 and 

60 periods. The number of samples and methods used 

are in accordance to corrosion test methods for metal 

material speciied in ISO 10271.19 The procedures were 

carried out in a laminar low hood, with ultraviolet ra-

diation used to obtain an aseptic ield.

 The artiicial saliva chemical composition used in 

this study was a modiication of Meyer’s solution20,21 

which has been shown to present corrosion activity and 

chloride concentration similar to natural saliva. It was 

composed of 0.40 mg/L of NaCl, 0.40 mg/L of KCl, 

0.80 mg/L of CaCl
2
.H

2
O, 1.0 mg/L of CO(NH

2
)2 in 

distilled water with a pH adjusted and controlled with a 

10-N NaOH solution. The performance of any mate-

rial placed into the oral environment should be assessed 

with artiicial saliva of a known composition, since 

natural saliva varies widely.22

The amount of saliva was calculated by the ratio of 

1 mL of artiicial saliva for 0.2 g of mini-implant weight, 

according to ISO 1027119 and ISO 10993-15.20 Mini-im-

plants were maintained in immersion and stored at 37 oC 

under stationary conditions. Tubes containing only artii-

cial saliva, without the mini-implant extract, were stored 

under the same conditions as negative control. 

Ater the immersion periods, mini-implants were re-

moved from the tubes, washed in deionized water, dried 

and stored in new sterile airtight plastic tubes, and saliva 

with the mini-implant corrosive product extracts was stored 

in 1.5-mL tubes at 4 oC for further analysis. The methods 

used in this study have already been described.24

L929 cell culture

Murine ibroblast L929 cells were cultured in 75-cm2 

culture lasks (Corning Costar Corporation, Cambridge, 

MA, USA) containing RPMI 1640 culture medium 

(Sigma-Aldrich Co. LLC, St. Louis, MO, USA), buf-

ered with 10-mM HEPES and supplemented with 10% 

fetal bovine serum (FBS) (Gibco/BRL Division, Grand 

Island, NY, USA), 2-mM L-glutamine, 11-mM so-

dium bicarbonate, 100-U/mL penicillin, and 100-g/mL 

streptomycin (Sigma-Aldrich Co. LLC, St. Louis, MO, 

USA), herein named complete medium. Ater L929 cell 

monolayer formation, the culture medium was removed 

and the cells washed with 1 mL of incomplete medium 

(RPMI 1640 without FBS). The cells were detached 

from the culture lasks with 0.025% trypsin (Sigma-Al-

drich Co. LLC, St. Louis, MO, USA).

Ater trypsinization, cultured cells were resuspend-

ed in 5 mL of culture medium, transferred to 50-mL 

plastic tubes (Corning Costar Corporation, Cambridge, 

MA, USA) and centrifuged at 2,000 rpm for 10 min-

utes at 15 oC. For culture maintenance, cells were cul-

tivated again in complete medium (@ 1 × 105 cells/mL). 

For cytotoxicity assays, cells were resuspended in 1 mL 

of complete medium. Viable cells were counted by try-

pan blue dye exclusion test (in 0.1% phosphate bufered 

saline) using a hemacytometer adjusted to a concentra-

tion of 3.5 × 105 cells/mL by adding 0.9% NaCl.

Artiicial saliva was used as negative control and as 

a medium to obtain mini-implant extracts, since it is 

not cytotoxic to cell-culture. Tumor necrosis factor 

(TNF, Sigma-Aldrich Co. LLC, St. Louis, MO, USA), 

a cytokine capable of destroying L929 cells ater approxi-

mately 20 hours of culture, was used as positive control. 

Cytotoxicity assays

Aliquots of 100 µL of L929 cell suspension were pi-

petted into 96-well lat bottom plates (Corning Costar 

Corporation, Cambridge, MA, USA). External wells 

were half illed and the plates incubated for 48 hours 

at 37 oC in a humidiied atmosphere with 5% CO
2
 to 

obtain a cell monolayer. Ater this period, monolayer 

growth was conirmed by inverted light microscope 

and 20-µL aliquots (20%) of mini-implant extracts or 

20-µL (20%) of artiicial saliva (used as negative con-

trol) were added to the correspondent well. Mini-im-

plant extract solution was tested in triplicate on every 

plate and incubated for 48 hours at 37 oC in a humidi-

ied atmosphere with 5% CO
2
.

Aliquots of 100 µL of TNF solution were placed in 

each well of a lat bottom plate containing 100 µL of 

L929 cells followed by serial dilutions at a 2/1024 to 

1/1024 ratio applied to the neighboring wells of the 

same row (Fig 1). Ater dilution, 10-µL aliquots of ac-

tinomycin D (20 mg/mL, Sigma-Aldrich Co. LLC, St. 

Louis, MO, USA) were added to each well to increase 

cell sensitivity to TNF (Fig 1).



© 2016 Dental Press Journal of Orthodontics Dental Press J Orthod. 2016 Sep-Oct;21(5):39-4642

Evaluation of cytotoxicity and corrosion resistance of orthodontic mini-implantsoriginal article

Determination of cell viability by means of the 

crystal violet colorimetric assay

Ater a 48-hour incubation period, 10-µL aliquots of 

0.5% crystal violet in 30% acetic acid were added to each 

well to ix the living cells to the bottom of the plate. Ater 

10 minutes, the plates were washed to have dead cells re-

moved and, ater complete drying in a bacteriological in-

cubator at 37 oC, 100 mL of absolute methanol (Synth, Di-

adema, SP, Brazil) was added to dissolve the stained cells. 

The resulting stained solution, corresponding to the total 

number of viable cells retained on the plates, was placed 

in a microplate spectrophotometer (Multiskan Original, 

Model 352, Thermo Labsystems, China, ilter 620 nm) 

and optical density (OD) was read. Culture medium with-

out cells was the blank. Control wells absorbance (cells 

cultured in complete medium) was considered as 100% 

cell viability. Results were expressed as OD.

Determination of cellular metabolism by means 

of the MTT colorimetric assay

For the MTT assay, L929 cells were grown and, 

ater 48 hours of incubation, 10-µL aliquots of MTT 

solution (5 mg/mL phosphate-bufered solution, PBS) 

were added to each well and incubated for 3 hours at 

37 oC in a humidiied atmosphere with 5% CO
2
. Af-

ter this period, 100-mL aliquots of a sodium dodecyl 

sulfate (SDS) solution in 10% 0.01-N hydrochloric acid 

(HCl) were added to each well to dissolve the crystals, 

and the plate was incubated again for 24 hours at 35 oC 

for further OD readings.25,26,27 The OD was measured 

in a Thermo Labsystems 352 Multiskan MS micro-

plate reader (Labsystems Oy, Helsinki, Finnland) with 

a 550-nm ilter. Culture medium without cells was the 

blank. Control wells absorbance (cells cultured in com-

plete medium) was considered as 100% cell viability. 

Results were expressed as OD.

Mini-implant surface scanning electron 

microscopy (SEM) 

In order evaluate qualitatively mini-implants sur-

face characteristics as to the presence of any imperfec-

tion and corrosion areas, a sample of each artiicial saliva 

immersion group and a sterile packaged control sample 

from the same lot were chosen randomly and examined 

by means of scanning electron microscope (JEOL Mod-

el JSM5410, Jeol Ltd, Japan) equipped with energy dis-

persive spectroscopy (EDS) to analyze surface element 

composition. Surface topography of the mini-implant 

head, normally exposed to the oral environment, was 

examined under 35x and 1000x magniication.  

Atomic absorption spectrophotometry analysis 

(AAS) of artificial saliva mini-implant corrosion 

products 

Mini-implant extract solutions obtained ater 30- 

and 60-day immersion periods in artiicial saliva were 

analyzed with the aid of an atomic absorption spectro-

photometer (AanalystTM 200, PerkinElmer, Waltham, 

MA, USA) to determine and quantify the amount of 

aluminum and vanadium ions released due to corro-

sion and oxidation. Artiicial saliva incubated for 30 and 

60 days was used as a control solution (blank). The gas 

mixture used was air/acetylene. The wavelengths em-

ployed were 309.3 nm for aluminum and 313.3 nm for 

vanadium. The limits of sensitivity for aluminum and 

vanadium were 1.0 µg/mL and 0.5 µg/mL, respectively.

Statistical analysis

Results were expressed as a mean ± SEM (standard error 

of the mean). One-way ANOVA/Bonferroni’s post-tests 

were performed with GraphPad PRISM sotware (Graph-

Pad Sotware, Inc., San Diego, CA, USA). Statistical sig-

niicance was determined at the level of p < 0.05.

Figure 1 - Configuration of the 96-well flat bottom plates in which the 

cytotoxicity assay was carried out. M = complete medium without cells. 

A = complete medium without extract solutions. Sa = artificial saliva (nega-

tive control). T = TNF (positive control). C1, C2, and C3 = mini-implants 

Conexão, tested in triplicate. N1, N2, and N3 = mini-implants Neodent, 

tested in triplicate. S1, S2, and S3 = mini-implants SIN, tested in triplicate. 

The yellow wells remained empty.
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RESULTS 

Cytotoxicity assays

L929 cell morphological analysis under light micros-

copy showed no cell monolayer destruction. Similarly, 

the crystal violet assay indicated absence of cell death. 

A certain optical density decrease was registered for the 

L929 cell samples incubated with Conexão™ and Neo-

dent™ mini-implant extract solution, but this decrease 

was similar to negative control (artiicial saliva) and no 

statistical diference was found among them (p = 0.781 

and p = 0.514 for 30 and 60 days, respectively) (Fig 2).

The MTT colorimetric assay demonstrated no 

cell metabolic activity inhibition for the three mini-

implant extract solutions tested, particularly in the 

30-day samples. Although SIN™ mini-implants led 

to more cell metabolism alteration than the others in 

the 60-day period, the diference was not statistically 

signiicant (p = 0.125 and p = 0.273 for 30 and 60 days, 

respectively) (Fig 3).

Analysis of mini-implant surfaces by means 

of SEM

Micro analysis of Neodent™ mini-implants demon-

strated more adhered particles and a higher number of 

darkened spots on their surfaces, especially samples im-

mersed for a longer period, as compared to the control 

group, although these surfaces revealed to be smooth 

and regular (Fig 4). 

SIN™ mini-implant analysis of the control group 

revealed a smooth surface, but with adhered parti-

cles in some darkened areas. The artificial saliva im-

mersed sample demonstrated a rough area between 

the screw body itself and the head, thus suggesting 

corrosion (Fig 5). 

Conexão™ mini-implant analysis of the control 

group demonstrated a very smooth surface without sig-

niicant roughness, without adhered particles or dark-

ened spots. The artiicial-saliva-immersed samples re-

mained smooth and free from corrosion, presenting 

only small amounts of adhered particles and darkened 

areas, especially ater 30 days. The 60-day samples pre-

sented some whitish spots, characteristic of calcium 

buildup (Fig 6). 

The energy-dispersive X-ray spectrometer (EDS) 

revealed the presence of titanium, aluminum and vana-

dium, as well as traces of calcium, silicon, potassium, 

chloride, magnesium and carbon, thus relecting the 

artiicial saliva composition in all mini-implants tested. 

Figure 2 - Crystal violet colorimetric assay for L929 cell samples incubated 

with extract solutions of mini-implants obtained after 30 days of immersion 

in artificial saliva.

Figure 3 - MTT colorimetric assay for L929 cell samples incubated with ex-

tract solutions of mini-implants obtained after 60 days of immersion in arti-

ficial saliva.
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Measurement of aluminum and vanadium ions 

in mini-implant extract solutions by means of 

atomic absorption spectrophotometry (AAS)

The artiicial saliva used solely as control, in both pe-

riods, showed no sign of aluminum or vanadium. Simi-

larly, the concentration of Al and V ions in the artiicial 

saliva mini-implant extract solution was below the sen-

sitivity threshold of the equipment, thus demonstrating 

that whatever amount is released, it is so minimal that it 

is not detrimental to an individual’s health.

DISCUSSION

In this study, orthodontic mini-implants ready for 

clinical use as anchorage devices were tested for their 

potential toxic efect. These devices are manufactured 

almost exclusively from a titanium alloy (Ti
6
Al

4
V) with 

Figure 4 - Photomicroscopy of Neodent mini-implant after 60 days of im-

mersion in artificial saliva (50x).

Figure 6 - Photomicroscopy of Conexão mini-implant after 60 days of im-

mersion in artificial saliva, evidencing the presence of whitish spots.

Figure 5 - Photomicroscopy of SIN mini-implant after 30 days of immersion 

in artificial saliva (150x).

the addition of aluminum and vanadium for greater 

strength and fatigue resistance12,13 to withstand orth-

odontic forces for tooth movement. However, alumi-

num and vanadium have been associated with side ef-

fects in the human body.

Results yielded by the present study demonstrated 

that Conexão™, Neodent™ and SIN™ mini-implant 

extract solutions obtained ater 30- and 60-day immer-

sion periods did not afect cell viability or decreased 

cell metabolism, thus demonstrating that none of 

them are cytotoxic. There was no statistical diference 

among groups (p > 0.05). This inding is in agreement 

with several studies that support the high biocompat-

ibility of titanium and its alloys.4,8,10,11 One of the main 

requirements for a metal or alloy to be biocompatible 

is the lack of release of corrosion products, which may 

lead to adverse efects.

According to SEM mini-implant surface analysis, 

there was no signiicant corrosion. This result conirms 

the high corrosion resistance of these mini-implants, 

even if they are composed of a less resistant alloy com-

pared with other devices, which do not have aluminum 

and vanadium in their composition. However, all mini-

implants immersed for 60 days showed darkened spots 

and more adhered particles suggestive of decreased cor-

rosion resistance.

Concentrations of aluminum and vanadium ions 

above 0.2 µg/mL can afect the growth rate of L929 cells. 

In the present study, AAS analyses, presenting sensitiv-

ity thresholds of 1.0 µg/mL and 0.5 µg/mL for alumi-

num and vanadium, respectively, did not show release 

of these metals in the extract solutions analyzed. It  is 
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worth mentioning that, despite the evidence of good 

corrosion resistance and biocompatibility of all mini-

implants tested, SIN™ mini-implant presented rough 

areas that suggest corrosion or manufacturing defects. 

The 60-day samples exhibited the greatest alteration in 

the MTT assay, which is more sensitive than the crys-

tal violet assay.26 The combination of these two results 

calls attention to the corrosion potential of this mini-

implant, although the results demonstrated that they 

were not statistically diferent.

 The other elements also detected in the alloy were 

contaminants, such as calcium, potassium, chloride, ox-

ygen, silicon and magnesium; they were probably from 

artiicial saliva or were incorporated during the clean-

ing and passivation protocols in industrial handling of 

all mini-implants tested.

Recent studies28,29,30 have demonstrated that although 

titanium alloys are considered highly corrosion-resistant 

because of the stable passive titanium oxide layer on 

their surface, they are not inert to corrosive attack. 

Retrieved mini-implants showed considerable surface 

and structural alterations, such as dullness, corrosion, 

and blunting of threads and tips. Their surfaces showed 

interactions and adsorption of several elements, such as 

calcium, at the body region. 

In the present study, taking into consideration that 

60 days was the maximum period that the mini-im-

plants were exposed to artiicial saliva, a time in which 

all samples remained static, not submitted to any orth-

odontic force in which the results demonstrate no signs 

of corrosion in the mini-implants from all manufactur-

ers, the presence of manufacturing/corrosion defects on 

the SIN™ mini-implants surface causes concern. In 

studies employing longer immersion periods and fric-

tion simulation, these mini-implants most probably 

would release greater amounts of corrosive products, 

which could be harmful because the protective oxide 

layer would be removed from certain areas and, there-

fore, would not prevent corrosion.9,13,29

Although the corrosion resistance of titanium is well 

documented in the literature, a gap regarding this mat-

ter in mini-implants commonly used in Orthodontics 

still remains. Therefore, further studies should be per-

formed to clarify corrosion resistance and cytotoxicity 

of these devices, testing longer periods of immersion, 

harder wear simulation conditions, pH alterations, and 

the presence of luoride ions in the corrosive medium.

CONCLUSION 

Mini-implants of three commercial brands 

(Conexão™, Neodent™ and SIN™) exhibited good 

corrosion resistance ater 30- and 60-day immersion 

periods in artiicial saliva. The release of aluminum 

and vanadium ions was not detected in the extract so-

lutions analyzed, within the limits of the AAS tech-

nique used. No cytotoxicity was observed in L929 

cell morphological evaluation, growth inhibition, cell 

damage, and/or alteration of cellular metabolism.

Orthodontic mini-implants manufactured by 

Conexão™, Neodent™ and SIN™ present high cor-

rosion resistance and are not cytotoxic.
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